FTD-ID(RS)T-1421-90 


FOREIGN  TECHNOLOGY  DIVISION 


H^-ISFET  TYPE  PENICILLINASE  SENSOR 
by 

Zhong  Lichan,  Li  Gaoxiang,  et  al. 


92-01384 

iillMilii 


Approved  for  public  release; 
Distribution  unlimited. 


FTD-  ID(RS)T-1421-90 


HUMAN  TRANSLATION 

FTD-ID(RS)T-1421-90  5  November  1991 

H''’-ISFET  TYPE  PENICILLINASE  SENSOR 

By:  Zhong  Lichan,  Li  Gaoxiang,  et  al. 

English  pages :  11 

Source:  Sheng  Wu  Gongcheng  Xuebao, 

Vol.  6,  Nr.  2,  May  1990,  pp.  145-150 

Country  of  origin:  China 
Translated  by :  SCITRAN 

F33657-84-D-0165 

Requester:  FTD/TTTRL/lLt  Billiana  Owens 

Approved  for  public  release;  Distribution  unlimited. 


THIS  TRANSLATION  IS  A  RENDITION  OF  THE  ORIGI¬ 
NAL  FOREIGN  TEXT  WITHOUT  ANY  ANALYTICAL  OR 

PREPARED  BY: 

EDITORIAL  COMMENT.  STATEMENTS  OR  THEORIES 
ADVOCATED  OR  IMPLIED  ARE  THOSE  OF  THE  SOURCE 

TRANSLATION  DIVISION 

AND  DO  NOT  NECESSARILY  REFLECT  THE  POSITION 

FOREIGN  TECHNOLOGY  DIVISION 

OR  OPINION  OF  THE  FOREIGN  TECHNOLOGY  DIVISION 

WPAFB,  OHIO 

FTD-  ID(RS)T-1421-90 


Date  5  November  1991 


GRAPHICS  DISCLAIMER 


All  figures,  graphics,  tables,  equations,  etc.  merged 
translation  were  extracted  from  the  best  quality  copy 


Into  this 
available . 


1 


h'^-isfet  type  penicillinase  sensor 

Zhong  Lichan  Li  Gaoxiang  Wang  Zhengxiao  Liu  Luna 

We  took  an  SOS  type  H  -ISFET  and  pentyl  dialdehyde  connective 
bovine  blood  serum  protein-  penicillinase  membrane  set  and  synthesized 
a  single  transistor  output  type  penicillinase-h  -ISFET  sensor  probe 
(below  simply  designated  penicillinase  FET).  In  conjunction  with 
thiSf  it  was  used  to  measure  the  amount  of  penicillin  contained  in 
solutions.  The  penicillinase  FET's  degrees  of  reactive  sensitivity  in 
0.005mol/L,  O.Olmol/L,  and  0.02mol/L  phosphate  buffer  were, 
respectively,  ll-12mV/m  mol/L,  7.5-8.0mV/m  mol/L,  and  3..7-4.0V/m 
mol/L.  The  reaction  time  was  30s.  In  0.02mol/L  phosphate  buffer,  the 
standard  curve  linearity  range  was  0 . 5-25mmol/L.  The  correlation 
coefficient  is  0.9976.  This  penicillinase,  after  b  repetitions  of 
measurments  in  O.Olmol/L  phosphate  buffer  with  a  penicillin 
concentration  of  lOmmol/L  had  a  standard  deviation  (SD)  of  1.67mV. 

The  coefficient  of  variation  was  2.1%.  The  storage  life  was  greater 
than  4  months.  Its  life  in  use  was  over  1  month  (making  one  test  each 
day). 

KEY  TERMS  Ion  Sensitive  Field  Effect  Transistor;  Penicillinase; 
Immobilized  Enzyme;  Penicillin  ENFET  Sensor 


Ion  sensitive  field  effect  transistors  (below  simply  referred  to 

as  ISFET),  as  well  as  the  biologically  sensitive  field  effect 

transistors  which  have  been  developed  on  this  basis,  are  a  new  type  of 

microsemiconductor  chemistry  instrument  which  has  been  developed  in 

recent  years.  They  compare  ion  selection  electrodes  and  enzyme 

electrodes  to  each  other.  They  possess  small  volumes.  The  reactions 

are  fast.  Their  ouput  resistance  is  low  and  other  similar  special 

characteristics.  They  have  drawn  attention  from  relevant  fields 

inside  China  and  outside.  The  speed  with  which  their  test  manutapture 

[  /  ^ 

was  begun  is  just  now  in  the  process  of  being  speeded  up^ 

Among  ISFET's,  hydrogen  ion  sensitive  field  effect  transtistors 
(that  is,  h‘'‘-ISFET)  are  a  very  important  type.  A  great  number  of 
biological  materials,  for  example,  glucose,  penicillin,  urea,  and  so 
on,  in  their  corresponding  enzymes,  are  involved  in  catalysis  of 
reactions  which  are  always  accompanied  by  changes  in  the  pH  values  of 
solutions.  A  case  in  point  would  be: 
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•  N  ^co;  "  HO-c  N  co; 

^(S>  M 

»«*  e««>tD 

(1)  Penicillinase  (2)  Penicillin  (3)  Penicllin  (illegible) 
Thiozolate 

As  far  as*  the  changes  in  pH  values  of  solutions  which  are  caused 
in  this  reaction  are  concerned/  these  changes  and  the  amounts  of 
penicillin  contained  in  the  solutions  are  in  direct  proportion  to  each 
other.  As  a  result  of  thiS/-  it  is  possible  to  directly  measure  the 
amounts  of  penicillin  contained  in  the  solutions. 

During  the  process  of  fermenting  penicillin/  it  is  necessary  to 

go  through  check  out  measurements  of  the  concentration  of  the 

penicillin.  At  the  present  time/  normally/  one  opts  for  the  use  of 

penicillin  concentration  check  measurement  methods.  Examples  would  be 

iodine  measurment  methods/  but  the  procedures  are  tedious  and 

overelaborate/  they  consume  a  great  deal  of  time/  and  their  precision 

is  not  very  high/  either.  Because  of  this,  it  is  necessary  to  have  a 

fast  convenient  method  in  order  to  replace  the  iodine  measurement 

methods.  From  the  1970's  onward/  with  regard  to  work  in  the  area  of 

penicillinase  electrodes/  there  have  been  a  number  of  reports  both 
•  •  .  f  2-7 1 

inside  China  and  outside  .  As  far  as  research  in  the  area  of 

penicillinase  FET's  is  concerned/  one  has  only  seen  reports  outside  of 
China 

Going  through  research/  we  manufactured  a  penicillinase  FET 
sample  transistor  which  had  relatively  good  capabilities.  In 
conjunction  with  this/  it  was  possible  to  use  it  in  order  to  quickly 
and  easily  make  precise  measurements  of  the  amounts  of  penicillin 
contained  in  solutions.  For  these  devices/  the  reaction 
sensitivities/  reaction  timeS;  linearity  ranges  of  standardization  or 
calibration  curves/  and  other  similar  aspects  of  their  capabilities 
are  basically  in  line  with  those  that  were  reported  in  references 
outside  of  China.  The  storage  stability  aspects  were  better  than 


those  of  the  same  type  of  devices'  reported  in  references  outside  of 
China . 

MATERIALS  AND  METHODS 


(I)  Materials 

Bovine  serum  protein  or  albumin  (BSA)  is  a  product  of  the  Chinese 
Academy  of  Sciences'  Biochemistry  Research  Institute.  Pentyl 
dialdehyde  (25%)  was  imported  from  E. Merck  and  divided  up  for 
separate  use.  Penicillinase  (waxy  sporulation  bacillus 
-endoacylaminase ,  40IU/mg)  was  provided  by  the  Institute  of  Medical 
Sciences'  Medical  Pharmacology  Biotechnology  Research  Institute.  The 
rest  of  the  reagants  used  were  all  analytically  pure.  The  phospate 
buffer  solution  had  a  pH  of  7.2. 

(II)  Device  Structure 

The  penicillin-ENPET  probe's  structure  is  basically,  on  top  of  a 
grid  sensitive  area  of  h”*’-ISFET,  a  covering  layer  of  immobilized 
penicillinase  membrane.  The  actual  structure  is  as  shown  in  Fig.l. 
From  Fig.l,  it  is  possible  to  see  that,  for  the  probe's  lead  wires,  a 
choice  was  made  for  the  use  of  printed  circuits.  For  connections,  a 
choice  was  made  for  the  use  of  plugs.  Fig. 2  is  a  display  diagram  of  a 
longitudinal  cross  section  of  the  probe's  chip  section. 

(III)  Device  Manufacture 

1.  SOS  type  H^-ISFET  manufacture  and  its  special 
characteristics.  H^-ISFET's  opt  for  the  use  of  a  relatively 
advanced  SOS  ( Silicon-on-Saphire ) ,  that  is,  blue  saphire  with  silicon 
extending  out  beyond  it  used  in  technical  manufacture.  The  special 
characteristics  of  its  typical  form  are  as  follows.  Degree  of 
response  sensitivity  is  50raV/pH.  Its  linear  correlation  coefficient 
(pH=3-9)  r>^0.999.  Its  response  time  <  1  s.  For  valence  I  positive 
ions  (Na  ,  K  )  the  selection  coefficient  <  10  .  Under  stable 

operational  conditions,  drift  <  ImV/h. 
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Ft(.i  Stmetore  di«crMB  ot  peBidllia-ENFET  probe 
1.  moteriol  j.  ffSChip  j.  «*ESeasitiTe  »re*  4.ffjFETJ  ».  ffJFET* 


Rf.i  Cross  sectioa  dijp’oa  of  the  chip  of 
penicillin-ENFET  probe 

I.  SfiSupporting  pikte  2.  f?  J** SHPenicilliMse 
membrone  J.  SiO:SSiOi  layer  *.  SijN.SSijNi 
layer  S.  fiSlSHC  Sapphire  substrate  4.  StI 
Source  7.  SifiDrain 


2.  Immobilized  Enzyme  Membrane  Formation.  Immobilized  . 
penicillinase  membranes  on  ISFET  grid  electrodes  are  such  that  they 
opt  for  the  use  of  pentyl  dialdehyde-bovine  serum  albumin  coupling 
for  their  manufacture.  In  order  to  cause  the  enzyme  membrane  and  the 
grid  electrode  surface  to  be  firmly  bonded  together,  one  first  takes 
FET  and  introduces  them  into  10%  pH  7,0  type  'T' 

-amminopropyl tr iethyloxysilicane 

aqueous  solution.  At  50^C,  they  react  for  2-3  h.  Following  that, 
one  uses  water  to  rinse  them  clean  and  air  dries  them.  Using 
0.02mol/L  pH  7.2  type  phosphate  buffer  solution,  one  takes  bovine 
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serum  albumin  and  penicillinase  and  blends  them  together  into  a 
solution  as  well  as  pentyl  dialdehyde,  blending  it  into  a  2.5%  aqueous 
solution.  One  takes  these  three  types  of  solutions  in  equal  volumes 
and  mixes  them  uniformly,  after  which,  one  uses  micro  amounts  to  carry 
out  sampling,  taking  one  drop  of  the  mixture  and  putting  it  onto  the 
grid  electrode  surface  of  the  FET.  At  room  temperature,  15  min  after 
coupling,  it  is  immersed  into  a  O.lmol/L  lysine  solution  for  10 
minutes.  After  that,  the  reaction  stops.  Finally,  one  uses  O.Olmol/L 
pH  7.2  type  phosphate  buffer  solution  to  rinse  it  clean  and,  after 
that,  in  the  same  type  of  buffer  solution,  one  stores  it  at  4°C. 

(IV)  Test  Equipment,  Circuitry,  and  Methods 

The  special  nature  of  penicillin-ENFET  is  such  that,  in  a  10ml 
beaker,  using  an  electromagnetic  stirring  device  at  a  constant  speed 
of  stirring,  one  takes  calomel  or  mercurious  chloride  electrodes  to  be 
the  reference  electrode  to  carry  out  measurements.  Into  the  beaker, 
one  adds  4ml  phosphate  salt  buffer  solution  and  1ml  of  a  different 
concentration  of  penicillin  (using  the  same  type  of  buffer  solution  in 
the  preparation),  recording  within  1  minute  the  change  in  output 
voltage. 

The  special  type  of  measurment  circuitry  in  these  devices  is  as 
shown  in  Fig. 3.  In  the  Fig.,  Ref  is  the  reference  electrode  (for 
example,  calomel  or  mercurious  chloride  electrodes,  silver  chloride 
silver  electrodes,  or  other  similar  types).  I  is  the  constant 
current  source.  The  ISFET  or  biologically  sensitive  FET's  leakage 
source  current  The  leakage  source  voltage  Vj^g=Ij  R. 

The  devices  operate  in  a  state  of  constant  current  and  constant 
voltage.  If  the  concentration  of  penicillin  shows  a  change,  the 
solution-penicillinase  membrane  and  grid  surface  Si^N^  membrane 
boundary  surface  electrical  potentials  are  different,  and  there  is 
then  a  change.  In  this  way,  there  will  then  be  an  adjustment  in  the 
penicillin-ENFET 's  channel  conductance,  causing  the  device's  leakage 
source  current,  Ip^„,  to  show  an  increasing  or  decreasing  trend. 
However,  due  to  the  fact  that  Ij^g  is  a  constant  value,  in  this  way, 
one  then  makes  things  so  that  the  source  electrical  potential  will 
correspondingly  increase  or  decrease,  in  order  to  maintain  the 
constant  value  of  Due  to  the  fact  of  Lhe  source  electrode 

going  through  following  devices  and  output  terminal  connections,  as  a 
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result/  in  the  solutions/  changes 
will  then  be  expressed  as  changes 

’'out- 


in  the  concentration  of  penicillin 
in  the  output  electrical  voltage 


Fif.)  Circuit  diacrun  for  determiaiaf  the  cha' 
ricteristics  of  peaicillia-ENFET 
1.  MK  Solutioa  2.  NR  Eazjme  meaibraae 
3.  Refercace  electrode 


RESULTS  AND  DISCUSSION 


(I)  Penicillin-ENFET  Time  Response  Curves 

Fig. 4  shows  the  curves  for  the  changes  over  time  in  the  output 
voltagesAV  (mV)  of  penicillin-ENFET  in  solutions  with  different 
concentrations  of  penicillin.  From  the  Fig./  it  is  possible  to  see 
that/  generally/  around  30s,  the  curves  have  already  tended  toward 
gentle  slopes. 

(II)  The  Iiifluence  of  Buffer  Concentrations  on  Penicillin-ENFET 
Degrees  of  Reactive  Sensitivity 

Fig. 5  is  the  relationships  between  the  output  voltages  A V(mV)  of 
penicillin-ENFET  for  different  concentrations  of  phosphate  buffer 
solution  and  the  concentration  of  penicillin.  From  Fig. 5,  it  is 
possible  to  obtain  relationships  such  as  those  set  out  in  Table  1. 
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Tabit  I  SeasiiiTtij  aa4  liiMr  raacB  o(  calibraiio* 
ntrr*  of  pcoici|iU-ENFET  io  diffcrta 
eoaceatratioas  of  pbupbote  bofftr  • 
pHt.o 


Coaccatratioa  of  pbcs- 
pbaio  bttf{er(mol/L) 

e.oe6 

0.01 

1  0.01 

) 

Respoflse  aeatitiTitp 
(aV/maol/L) 

11—11 

1 

1 

0.0 

1 

l.T— 4.0 

Liaear  raa(c<Bfflol/L)j 

«.5— 10  !o.$— 11  1 
1  '1 

!  0.1— IS 

1 

Liaaar  correlatioa 
eotfficiaai  (r) 

1 

o.nas 

O.OOTO 

0.0070 

The  lower  limit  of  the  penicillin-LNFET  calibration  curve 
linearity  range  is  0.5mmol/L.  Its  upper  limit  goes  up  with  increases 
in  the  concentration  of  buffer  solution  used  at  the  time  of  test 
measurments.  However,  the  degree  of  sensitivity  drops.  The  reason 
for  this  is  that  buffer  solutions  with  high  concentrations  have 
relatively  strong  buffering  capabilities.  As  a  result  of  this,  they 
cause  enzyme  reactions  to  be  carried  out  at  constant  pH.  Because  of 
this,  the  upper  limit  of  the  linearity  range  goes  up.  However,  at  the 
same  time,  relatively  strong  buffering  capabilities  also  lead  to  a 
drop  in  the  degree  of  reaction  sensitivity  of  the  sensors  in  question. 
To  put  it  the  other  way  around,  in  situations  where  buffer  solution 
concentrations  are  low,  the  degrees  of  reactive  sensitivity  of  sensors 
are  high.  However,  following  a  drop  in  the  concentration  of  buffer 
solutions,  there  is  the  causing  of  a  drop  in  enzyme  activity  as  well 
as  the  causing  of  a  drop  in  the  upper  limit  of  the  linearity  range. 


(Ill)  Penicillin-ENFET  Reproducibility  in  Penicillinase 
Reactions 


Fig. 9(a)  is  the  results  for  penicillin-ENFET  from  the  carrying 
out  of  eight  repetitions  of  measurements  in  lOmmol/L  penicillin 
solutions  made  up  with  O.Olmmol/L  phosphate  buffer  solutions.  The 
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output  voltages  for  the  eight  repeated  measur ments  were  all  within 
78+2-3mV.  Their  standard  deviation  (SD)  was  1.67  mV.  The  coefficient 
of  variability  (CV)  was  2.1%.  Besides  this,  we  also  measured/  in 
O.Olmrool/L  pnosphate  buffer  solution/  penicillin  concentrations  from 
low  to  high  (1  — >  20mmol/L) .  And/  again/  the  changes  from  high  to  low 
(20  Immol/L)  when  there  were  changes  in  output  voltages  from  tne 
sensor  devices  in  question.  As  is  shown  in  Fig. 6(b)/  there  was  almost 
complete  congruence  of  voltage  output  values  obtained  when  there  were 
changes  in  upper  and  lower  lines  of  penicillin  concentrations. 


Fit.<  Time  response  eurres  of  penieillin-ENFET 
to  different  conccntmiions  of  penicillin 
solntion 

Penicillin  concentrntlon  (mmo!/L)i 
1.  15.0,  1.  10,0,  5.  S.O,  4.  5.0,5.  2.0,6.  O.:, 
Phospante  buffer  conc.(inol/L)i 
o.oo5iM|&K  TemperniurcO^  )t  to 


Fif.  5  Cniibratiott  curves  of  pemcillin-ENFET  in 
different  conccotrztions  of  pbospbnie  buffer 
3 ft  Buffer  cone .(mol/Di I.  o.oos,  2.  O.oi, 
5.  0.02 


b 


^  60  > 
> 

6 

> 

•0  40. 


XV 


J  4  6 

Run  times 

(a) 
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a 


t 


a 

i  10  i5  » 
PeniftSn  eon<.(mmol'U 

(b' 


Fig.S  Reproductinly  of  response  of  pCaicii’!;r.- 
ENFET  to  penicilUa 
(a)  «|!l-«a5JJ5Kfi;a-^>!82 
Perforned  ia  phosphate  buffer  vith  saise  cod- 
ccotrat'on  penicillin 

(b)  «E7:B«a«??Or.iS«<Pa£ 
Perforned  in  phosphate  buffer  with  different 
of  concentrations  of  penicillin 

SWith  penicillin  concentra¬ 
tion  incresing 

fflSWith  penicillin  concentra¬ 
tion  decreasing 


(IV)  Penicillin-ENFET  Probe  Storage  Stability 

One  takes  the  penicillinase-FET  probe  and  stores  it  at  4*^C  in  a 
O.Olmol/I.  phosphate  buffer  solution.  Within  a  certain  period,  one 
measures  the  effect  on  a  lOmmol/L  penicillin  solution  (using  O.Olmol/L 

phosphate  buffer  solution  to  make  it  up).  The  results  of  the 
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measurements  clearly  show  that  the  probe  in  question,  under  the 
conditions  discussed  above,  after  being  stored  for  4  months,  had 
output  voltages  which  had  only  slightly  dropped.  Table  2  is  the 
storage  stability  data  for  penicillin-ENFET. 


«  2  KVt-VFET 


Table  }  Storace  stability  of  peaicikia-ENFBT 


Store  deys 

I  1  fTI 
‘ri”r!"i 

l“ 

R 

71 

'fl"! 

”1 

lOS 

Itl 

AlilAA 

Vottt(BlV) 

1  1  ! 

70  76  71 

1  1 

- 

b 

b 

70' 

1 

.l| 

** 

74 

IttliftEXATilfIK.  AKIKHAM-Mt 
Tbe  data  vcre  determlaed  at  room  temperature 
rasced  from  U— isC 


IM 


> 

» 

^  »  »  '  <0  '  M  ‘  m  n 

Rim  dal's 

■  7  tA«-APETAAf^A«ft 

Fic.7  Operation  stability  of  peaicUlia-ENFBT 
AXATAX.  AKXilSAjbts-ist 
Determ'aed  at  room  teaifer«tare  ranyed  from 
»*— set 


(V)  Penicillin-ENFET  Useful  Life 


In  a  O.Olmol/L  phosphate  buffer  solution,  measurements  were  taken 
of  the  effects  of  penicillin-ENFET  on  lOmmol/L  penicillin  solutions. 
Each  day  they  were  utilized  once.  Between  each  iteration  of 
measurements,  one  took  sensors  and  stored  them  at  4®C  in  O.Olmol/L 
phosphate  buffer  solution.  Fig. 7  is  the  operating  stability  of 
penicillin-ENFET.  After  the  sensors  in  question  were  manufactured,  on 
the  basis  of  the  storage  conditions  described  above,  after  being 
stored  for  28  days,  test  measurements  were  begun  each  day.  In  tne 
Fig.,  the  wave  undulations  of  the  output  voltages  may  possibly  be  due 
to  wave  undulations  of  the  room  temperatures  at  the  times  of  the 
measurements.  From  Fig. 7,  it  can  be  seen  that,  under  the  operating 
conditions  described  above,  penicillin-ENFET  are  capable  of  operating 
stablly  for  more  than  30  days. 

At  the  present  time,  the  penicillin-ENFET  which  have  been  test 
manufactured  are  only  single  transistor  output  type  sensor  devices. 
When  measurements  are  taken  of  amounts  of  penicillin  contained  in 
solutions,  it  is  still  necessary  to  make  use  of  calomel  or  mercurious 
chloride  electrodes  to  act  as  reference  electrodes.  Because  of  this, 
one  still  finds  in  existence  the  shortcomings  of  large  volume  and  the 
interference  of  such  environmental  factors  as  temperature,  light,  and 
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other  similar  factors  on  measurements.  In  order  to  overcome  these 
shortcomings,  we  will  continue  the  test  manufacture  of  dovible 
transistor  separate  output  type  penicillin-ENFET  which  carry 
reference  electrodes  in  order  to  achieve  in  them  small  volvime 
and  even  better  capabilities  than  those  of  penicillin-ENFET. 
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